[Method of resistography].
To eliminate the error of the resistograph connected with the animal's arterial pressure fluctuation an automatic stabilizer of the entrance pressure provided with an electromagnetic valve is proposed. To switch off the resistograph pump automatically when the blood flow into the apparatus is either hindered or stopped the following device is proposed: the pressure stabilizer and the servo system are controlled by electro-contact Hg manometers connected with the admission channel of the resistograph.